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IMPORTANT 


Before using this handbook, carefully the instruction handbook for the customer. 
This handbook has been written for service engineers who have had specific 
training on the equipment. 

The service engineer should have a basic knowledge of low voltage systems as well 
as small refrigerating systems with a hermetically sealed compressor. 


WARNING 


The installation and maintenance procedures, including the replacement of the 
supply cable, must be carried out by qualified personnel. Make sure that the 
equipment is switched off from the mains supply before removing any protective 
panel. 

Any operation on equipment under voltage must be carried out only by specialised 
personnel only if there is no alternative; in this case always take precautionary 
measures and use control instruments equipped with insulated probes. 
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1) LIST OF SPARE PARTS 

In this chapter, a series of detailed drawings will be given to allow an easy 
individuation of the spare parts to be ordered. 

1.1) HOW TO ORDER SPARE PARTS 

To make the order of spare parts easier, please use the order form given hereinafter. 

Angelantoni Industrie spa 

as - Biomedical division 

localita Cimacolle 
Massa Martana 06056 
Perugia (Italy) 
tel. (39.75) 8955.1 
fax (39.75) 8955.200 


SPARE PARTS’ ORDER 


Buyer 

address: 


Type of equipment: :_ 

Part Number: :_ 

Year of manufacture::_ 

Please send to the above address the spare parts hereinafter: 

Means of transport: 


Table Ref. Code Description Q.ty 

no. no. 



ATTENTION: 


In order to avoid any mistake, we strongly recommend that you reproduce the 
form above (e.g. by making a copy of it) and fill every part of it (references to 
tables, etc.) very carefully before sending it back to the manufacturer. 
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1.2) SPARE PARTS LIST 


Pos 

Item number pc. 

Designation 

10 

6151973 

im 

THERMOSTAT 

20 

7422857 

lh 

OPERATING PANEL HOUSING 

31 

6111997 

II 1 1 

INSIDE THERMOMETER 

32 

7402857 

II 1 1 

SPECIAL SECURING HARDWARE 

34 

6342997 

lh 

BATTERY 

35 

7424905 

II 1 1 

COVERS, VARIOUS 

40 

7731859 

lh 

OPERATING UNIT FILM 

50 

7422505 

II 1 1 

CONTROL KNOB 

60 

7402969 

lh 

SENSOR RETAINING FIXTURE 

70 

4098059 

lh 

OVAL-HEAD SELF-TAPPING SCREW 

80 

6119993 

II 1 1 

COMPRESSOR R 600 a 

90 

6941276 

lh 

SAFETY TEMPERATURE LIMITER 

100 

6940650 

lh 1 

RELAY 

110 

7412789 

lh 

EVAPORATOR TRAYS 

120 

7402888 

lh 

SPECIAL SECURING HARDWARE 

130 

7700001 

II 1 1 

PIPE 

140 

6009046 

lh 

SUPPLY LINE 

150 

5941904 

II 1 1 

CONDENSER WIRE TUBE, UPRIGHT 

160 

7402981 

lh 

VARIOUS RETAINING FIXTURES 

170 

4082709 

lh i 

OVAL-HEAD SELF-TAPPING SCREW 

180 

5942993 

lh 

DRYER 

190 

5940163 

lh 

EVAPORATOR - FREEZING 

200 

4082807 

lh 1 

OVAL-HEAD SELF-TAPPING SCREW 

210 

6108993 

lh 

MOTOR 

220 

6299905 

II 1 1 

FAN BLADE 

230 

7422558 

lh 

VARIOUS INJECTION-MOULDED ITEMS 

240 

4098033 

II 2 I 

CHIPBOARD SCREW 

250 

7203993 

lh 

VARIOUS RETAINING FIXTURES 

260 

9000804 

lh 

FAN COVER 

270 

4098997 

lh 1 

OVAL-HEAD WOOD SCREW 

280 

7412233 

lh 

PLUG 

290 

7112064 

lh 1 

GRID SHELF 

300 

7112053 

lh 

GRID SHELF 

310 

9011001 

lh 

DOOR, CAVITY-FOAMED 

320 

7422079 

II 2 I 

BUSHING 

330 

7108397 

lh 

GASKET EXCHANABLE 

360 

7042411 

II 1 1 

MOULDED HANDLE 

370 

4098904 

lh 

SCREW IN ACC. WITH DRAWING 

380 

7412220 

II 2 1 

COVER CAP 

390 

7402605 

lh 

PLUG 

400 

7042356 

lh 

LOCK, ASSY. 

410 

7042196 

Jhh 

KEY 
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420 

7042827 

1 

BRACKET 

430 

4082785 

2 

OVAL-HEAD SELF-TAPPING SCREW 

440 

9450057 

1 

HINGE, COMPLETE 

460 

7113077 

2 

BOLT 

470 

4101000 

1 

STANDARD NUT 

480 

7744009 

2 

WASHER 

490 

7412871 

1 

WASHER 

500 

4084005 

2 

OVAL-HEAD SCREW 

510 

7422559 

1 

COVER PLATE 

520 

7422325 

1 

GEHAEUSE FUER KABELHALTER WEISS BKV/UGK 

530 

4098029 

2 

PT SCREW 

540 

7042899 

2 

ADJUSTING SCREW 

560 

9870993 

1 

FAN, ASSY. 

570 

6299008 

1 

FAN BLADE 

610 

4082727 

1 

SELF-TAPPING SCREW WITH WASHER ASSEMBLY 

CD 

CD 

O 

O 


0 

PARTS NOT SHOWN IN THE ILLUSTRATION: 

9910 

7080349 

1 

OPERATING INSTRUCTIONS 

9920 

9878849 

1 

PACKAGING, COMPLETELY 

9930 

8041893 

1 

FOLDING CARDBOARD BOX 
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2) DIAGRAMS 

2.1) REFRIGERATING DIAGRAM 


A-Tiaola/nimbi 

* Industrie S.p.A. 

s™, A.Z. 

>GE TO/Object: UNITA 1 CON CONDENSATORE STATICO COMPRESSORE ERMETICO 

UNIT WITH NATURAL CONVECTION AIR-COOLED CONDENSER 

AND HERMETIC COMPRESSOR 

— S-F 

Drg N* ^ 1 

2990 

CONTRQLUTO 

■sr a 

rocua /shtti L m/b. JL 



"scale F.S. 

26/10/01 

C] 0 





USATO/Used 

™ E | DATVDCe sjJS*, DESCRIZIONE/Description 





A 126/10/01 A.Z. 

EMISSIONE 



APPROVATO C.Q. 
Q.C.APPROVED 




- T 1 


9 

FILTRO DEIDRATATORE 

HUMIDITY SEPARATOR FILTER 

1 



8 

CAPILLARE 

CAPILLARY 

1 



7 

CONDENSATORE STATICO 

NATURAL CONVECTION 

AIR-COOLED CONDENSER 

1 



6 






5 






4 

EVAPORATORE 

EVAPORATOR 

1 



3 






2 

RUBINETTO 

COCK 

1 



1 

COMPRESSORE 

COMPRESSOR 

1 



p °™ 

=" 

QUANTITA' 

quantify 

MATERIALI 

MATERIALS 

NOTE/DISEGNI 

nots/drawings 
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2.2) ELECTRICAL DIAGRAM 

See User manual 
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